Interplay between nonlinearity, scan speed, damping, and electronics in frequency modulation atomic-force microscopy

<table>
<thead>
<tr>
<th>著者</th>
<th>Gauthier M., Perez R., Arai Toyoko, Tomitori M., Tsukada M.</th>
</tr>
</thead>
<tbody>
<tr>
<td>タイトルの言語</td>
<td>日語</td>
</tr>
<tr>
<td>タイトル</td>
<td>周波数変調制御原子間力顕微鏡における非線形性、スキャン速度、ダンピング、および電子の相互作用</td>
</tr>
<tr>
<td>タイトルの言語</td>
<td>日語</td>
</tr>
<tr>
<td>日付</td>
<td>2002-09-30</td>
</tr>
<tr>
<td>タイトル</td>
<td>周波数変調制御原子間力顕微鏡における非線形性、スキャン速度、ダンピング、および電子の相互作用</td>
</tr>
<tr>
<td>URL</td>
<td><a href="http://hdl.handle.net/2297/17499">http://hdl.handle.net/2297/17499</a></td>
</tr>
<tr>
<td>doi</td>
<td>10.1103/PhysRevLett.89.146104</td>
</tr>
</tbody>
</table>
Interplay between Nonlinearity, Scan Speed, Damping, and Electronics in Frequency Modulation Atomic-Force Microscopy

Michel Gauthier,1 Ruben Pérez,2 Toyoko Arai,3 Masahiko Tomitori,3 and Masaru Tsukada¹

1Department of Physics, Graduate School of Science, University of Tokyo, Hongo 7-3-1, Bunkyo-ku, Tokyo 113-0033, Japan
2Departamento de Física Teórica de la Materia Condensada, Universidad Autónoma de Madrid, E-28049 Madrid, Spain
3School of Materials Science, Japan Advanced Institute of Science and Technology, 1-1 Asahidai, Tatsunokuchi, Nomi-gun, Ishikawa 923-1292, Japan

(Received 23 March 2002; published 16 September 2002)

Numerical simulations of the frequency modulation atomic force microscope, including the whole dynamical regulation by the electronics, show that the cantilever dynamics is conditionally stable and that there is a direct link between the frequency shift and the conservative tip-sample interaction. However, a soft coupling between the electronics and the nonlinearity of the interaction may significantly affect the damping. A resonance between the scan speed and the response time of the system can provide a simple explanation for the spatial shift and contrast inversion between topographical and damping images, and for the extreme sensitivity of the damping to a tip change.

DOI: 10.1103/PhysRevLett.89.146104 PACS numbers: 68.37.Ef, 07.79.Lh, 87.64.Dz

The rapid advance in nanoscale physics has constantly triggered innovative refinement of tools for detecting novel atomic scale phenomena. Scanning tunneling microscopy (STM) [1] exploits the exponential distance decay of the tip-sample tunneling current, and its confinement to the foremost atoms of the tip can provide atomically resolved images of conducting surfaces. Atomic force microscopy (AFM) [2] was devised to extend these capabilities to more general surfaces but the tip-sample contact area is often too large to permit atomic resolution. To remedy the situation, the amplitude modulation (AM) technique [3] (also known as tapping mode), where the change in amplitude of a vibrating cantilever due to the interaction is used for imaging the sample, has been adapted for AFM. However, the nonlinearity of the tip-sample force can lead to a complicated dynamical behavior [4] because two stable oscillation states coexist in many situations of interest.

Frequency modulation (FM) AFM [5] (also called noncontact AFM) has achieved the long-standing goal of true atomic resolution with AFM in UHV [6,7], as well as the direct measurement of the covalent bonding between the tip apex and sample atoms [8]. In FM-AFM, the dynamical system is more complicated because the oscillation amplitude of the cantilever is kept constant and the separation is regulated by measuring the change in the resonance frequency of the cantilever caused by the interaction force. Because the cantilever motion is highly sinusoidal, the measured frequency shift can be related to the interaction using perturbation theory [9–11].

In FM-AFM, the amount of excitation necessary to keep the oscillation amplitude constant (damping signal) can also be used as an imaging signal [12–17], but its magnitude and characteristics have been more difficult to quantify and interpret than the frequency shift. In principle, the damping signal could unleash important information about the surface such as that related to the phonon local density of states in complete analogy with STM [18,19], although preliminary studies indicate that its magnitude is small compared to those reported in experiments. A number of mechanisms such as adhesion hysteresis [10,20–22] or Joule dissipation have been proposed to account for the large damping measured in experiments but many qualitative effects remain outstanding. For example, a small shift or even a contrast inversion is often observed between topographical and damping images for constant frequency shift scan [14–17]. Based on existing theoretical evidences, both adhesion hysteresis [21] and stochastic dissipation [18] predict a (in phase) normal contrast because the dissipation is caused by interatomic interaction and is more sensitive to the separation than the frequency shift signal itself. Joule dissipation should be expected to be rather small on lossless dielectric and metallic surfaces.

In this Letter, we stress the importance of identifying effects that pertain to the operation of FM-AFM, and consequently those which do not. This clearly requires a nonperturbative approach to the dynamical problem including the whole FM-AFM system; as we shall see, many effects found here are beyond the reach of perturbation theory [9,10,23]. To accomplish this, we perform numerical simulations of FM-AFM which are depicted in Fig. 1. The output of the detector, assumed to follow infinitely closely the motion of the cantilever $x(t)$, is sent to the amplitude regulator, FM demodulator, and the multiplier.

The amplitude regulator contains two main components. The first one, an analog rms-to-dc [24] (a peak-to-peak detector can be used alternatively), measures the amplitude of the cantilever oscillation according to the past motion of the cantilever,

$$A_{av}(t) = \frac{2}{\tau} \int_{0}^{t} x^2(t') e^{(t'-t)/\tau} dt' + A_0 e^{-(t/\tau)}. \quad (1)$$
The system is assumed to be noiseless.

The cantilever motion prior to the start of the numerical integration $t = 0$ is assumed to be perfectly sinusoidal with amplitude $A_0 = A_{\text{set}}$, the set amplitude of oscillation. The second module is a proportional integral (PI) controller [25]. It takes as input the average amplitude $A_{\text{av}}$ and produces the gain $G$ needed for constant amplitude operation:

$$G(t) = P[A_{\text{av}}(t) - A_{\text{set}}] + I \int_0^t [A_{\text{av}}(t') - A_{\text{set}}] dt' + G^0.$$  \hspace{1cm} (2)

$P$ and $I$ are parameters set prior to the experiment, and $G^0$ is the gain factor consistent with $A^0$ prevailing before $t = 0$.

The equation governing the analog phase shifter is

$$A_{\text{exc}}(t) = A_m(t) - \frac{G}{\tau_p} \int_0^t A_m(t') \exp(-t'/\tau_p) dt' + \Delta A_{\text{exc}}^0,$$  \hspace{1cm} (3)

where $A_m(t) = G(t)x(t)$ is the output of the multiplier, and $\Delta A_{\text{exc}}^0 = [A_{\text{exc}}(0) - A_m(0)] \exp(-t/\tau_p)$.

The FM demodulator is assumed to be a phase-locked loop (PLL). A PLL has three main components: a phase detector, a loop filter, and a voltage controlled oscillator (VCO). The PLL locks the VCO signal onto the cantilever motion so that the PLL output is essentially a dc signal proportional to the frequency shift and is described by the following two coupled nonlinear equations [26]:

$$u(t) = -\frac{2K}{\tau_p A_{\text{set}}} \int_0^t dt' x(t') \sin[\Psi(t')] \exp(-t'/\tau_p),$$  \hspace{1cm} (4)

$$\Psi(t) = \int_0^t [\omega_0 + u(t')] dt',$$  \hspace{1cm} (5)

with $\omega_0$ the intrinsic resonance frequency of the cantilever. $u$ is the output of the (first-order) low-pass filter, $2K/A_{\text{set}}$ is the product of the gain constant of the phase detector and VCO. The frequency shift is then given by $

The separation regulator adjusts the tip-surface separation $L$ so as to ensure that the output of the FM demodulator is kept close to the set frequency shift $\Delta f_{\text{set}}$:

$$L(t) = \frac{1}{\tau_L} \int_0^t \{P_L[\Delta f(t') - \Delta f_{\text{set}}] + L^0\} \exp(-t/\tau_L) dt'. \hspace{1cm} (6)$$

The first-order low-pass filter mimics the response of the piezo and $P_L$ is a quantity similar to $P$.

The equation of motion for the cantilever can thus be written as

$$\ddot{x} + \frac{\omega_0}{Q_0} \dot{x} + \frac{\omega_0^2}{k} x = \frac{\omega_0^2}{k} F[x + L(t); Y(t)] + \omega_0^2 A_{\text{exc}}(t),$$  \hspace{1cm} (7)

$Y(t) = \alpha \Theta(t - t_{\text{scan}})(t - t_{\text{scan}}) + Y_0$ being the lateral position of the tip which is regulated by the scan generator with $\Theta(t)$ the step function, and $\alpha$ the scan speed. $k$ and $Q_0$ are the spring constant and intrinsic quality factor of the cantilever, respectively. $A_{\text{exc}}(t)$ and $L(t)$ are given by Eqs. (3) and (6), respectively. The numerical problem thus amounts to solving a set of integrodifferential equations. The constant step size fourth-order Runge-Kutta method is used for the numerical integration. Self-consistency is ensured at each substep for the PLL [Eqs. (4) and (5)]. In absence of tip crash, 400 steps per cycle is sufficient for proper integration.

Figure 2 shows the dynamics of the cantilever for a typical setup configuration. Initially, the tip is oscillating at a distance $L = 135 \text{ Å}$ and is then slowly brought to $L = 18.9 \text{ Å}$ from the surface. During the approach, the full electronics is on except for the separation regulator [$P_L = 0$ (open-loop), $L^0$ is externally controlled (adjustable offset)] and the scan generator (no scanning). After the cantilever reaches some steady state, the separation regulator is slowly turned on (closed loop) and a new asymptotic behavior is established. The electronics linearizes most of the cantilever dynamics. First, the separation (a), frequency shift (b), and the average amplitude (c) are all well regulated. The frequency shift was confirmed to be insensitive to the details of the electronics and follow very closely that predicted by perturbation theory [9]. As shown in Fig. 2(d), the cantilever motion is very sinusoidal and its phase lag with respect to the (normalized) excitation signal $A_{\text{exc}}$ is 90° (resonance). The small diminution (barely visible) of the gain ($\sim 0.013\%$) in Fig. 2(e) until $t = 2 \text{ sec}$ clearly indicates that anharmonic terms are negligible.

The increase of the damping of Fig. 2(e) is unexpected because the imprecision in the amplitude or phase [27] are negligible and the quality factor $Q_0$ is constant throughout the simulation. The extra energy is dissipated to the surface according to the perturbation formula $G = \frac{1}{Q_0^2 + \pi A \pi} \int_0^\infty F(x + L) \sin(\omega t) dt$ [10]. Because $L$ is no longer exactly a constant, it provides a mechanism for which the force felt during the approach and retraction is different. When the separation regulator is fully operative (closed loop), the separation signal can be written as...
rugation and its relative spatial phase. The contrast of the damping signal is almost normal (50.47 Å/sec) or inverted (55.93 Å/sec) depending on the scan speed. The relative magnitude of the atomic corrugation of the damping signal is about ~1% which is directly comparable to some experiments where contrast inversion has been observed; for example, Refs. [15] (5%), [14] (less than 10%), and [16] (~2%). In contrast, the topographical profile is insensitive to the scan speed (even when \( \alpha \sim 2500 \) Å/sec) and follows closely the periodicity of the surface structure. For an ideal FM-AFM system, the frequency shift and oscillation amplitude would be exactly constant; here a corrugation smaller than 1 Hz and 0.1 Å is found, respectively.

The dependence of the damping signal corrugation and spatial shift on the scan speed is plotted in Figs. 2(a) and 4(b), respectively. The corrugation for the interaction \( F \) used in Figs. 2 and 3 (black line in Fig. 4) is clearly peaked around the velocity \( \sim 53 \) Å/sec for which the spatial shift is 2 Å (1/4 of the first layer spacing). When a long-range component (van der Waals) is added to the interaction (red), the corrugation increases but the spatial...
FIG. 4 (color). Effect of the scan speed on the atomic scale damping corrugation and spatial shift ($\Delta_\text{corr} \approx 32.39$ Hz). Six scenarios are shown: (i) $F$, (ii) $F - HR/[6(x + s)^2]$ with $H = 0.12365 \times 10^{-19}$ J, $R = 100$ Å, and $s = 4$ Å, $F$ with a viscous dissipative process of the form $\gamma = \text{const} \sum (dF_i/dx)^2$ with (iii) $5P$, (iv) $10P$, (v) $20P$, and (vi) $5P$ and $31$. $F$, $P$, and $I$ are the interaction and the parameters of the PI controller, respectively, described in Fig. 2. The resonance implies that real dissipation to the surface is convoluted with the dynamical response of FM-AFM. The extreme sensitivity of the damping to a tip change could also be related to this resonance.

A subtle remark about instabilities is now in order. In Ref. [23], it was pointed out that perturbation theory predicts the existence of asymptotically stable and unstable solutions. Here we found that all solutions near the resonance state are stable implying that the multi-valuedness of the solutions is very unlikely to play any role in FM-AFM as was previously suggested [29]. The feedback thus plays an active role even when a steady state has been reached. The stability is conditional, however, because the system response time is finite. In contrast to AM-AFM, an instability can lead only to a tip crash onto the surface. Abrupt changes in the interaction, dissipation, or excitation signal were numerically confirmed to be possible causes.

M.G. acknowledges support from the Ministry of Education of Japan. R.P. acknowledges support from CICYT (Spain) under Project No. MAT2001-0665. The authors thank C. Loppacher, A. Schwarz, B. Gotsmann, N. Sasaki, and M. Reichling for useful discussions.

[28] $L_1^\text{f}(\epsilon) = (P L_1/(2\pi)^2) \left(|(\eta/\tau_1 + 2\omega \beta \sin(2\omega t)|^2 + (\beta/\tau_1 - 2\omega \eta \cos(2\omega t)) / |(\tau_1(1/\tau_2 + 4\omega^2)(1/\tau^2 + 4\omega^2)) + L_1^\text{f}\right|^2$, where $\eta = -K \cos(\epsilon/2 + 2 \sin \epsilon)$, $\beta = K \cos(\epsilon - \sin \epsilon)$, and $\psi = \omega t + \epsilon$. $L_{DC} = L_0 + L_1^\text{f}$, $L_1^\text{f} = P_1 (\Delta f(L_{DC}) - \Delta f_{\text{ref}})$, and $\Delta f(L_{DC}) = -K \sin(\epsilon/(2\pi))$.