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センチネルリンパ節シンチグラフィのSPECT/CT像の吸収・散乱線補正の最適化 Research Project

Project/Area Number 25931050

Research Category Grant-in-Aid for Encouragement of Scientists

Allocation Type Single-year Grants

Research Field 臨床医学

Research Institution Kanazawa University

Principal Investigator ⽶⼭ 寛⼈   ⾦沢⼤学, 附属病院, 診療放射線技師

Project Period (FY) 2013-04-01 – 2014-03-31

Project Status Completed (Fiscal Year 2013)

Budget Amount *help ¥300,000 (Direct Cost: ¥300,000)
Fiscal Year 2013: ¥300,000 (Direct Cost: ¥300,000)

Keywords センチネルリンパ節 / 吸収補正 / 散乱線補正

Research Abstract センチネルリンパ節シンチグラフィに⽤いられるSPECT/CT画像ではアイソトープを注⼊した部位の集積によるアーチファクトを認めることがある。このアーチ
ファクトを減少させるために、SPECT/CT装置を⽤いた場合に吸収補正や散乱線補正を⾏っているが、逆にその補正が原因でセンチネルリンパ節の描出能が低下
する場合もある。そこでセンチネルリンパ節シンチグラフィにおいて吸収補正・散乱線補正の影響を臨床画像で⽐較・検討した。⼥性乳癌症例28例(右側12例、
左側16例、両側2例)症例に対してSPECT/CT像を撮像して吸収補正(AC)・散乱線補正(SC)を使⽤した画像と使⽤しない画像、どちらか1つのみの補正を⾏った
場合の4通りの画像を作成した。その画像を5名の臨床医が5段階評価でセンチネルリンパ節の有無について評価し(1 : 確実にない、2 : たぶんない、3 : 疑わし
い、4 : たぶんある、5 : 確実にある)、診断能を⽐較するために統計学的な有意差検定を⾏った。5⼈の読影医のスコアの平均が4以上の症例を全症例で割った
ものをセンチネルリンパ節の検出率として評価した。最も検出率が⾼かったのはAC+SC-で(スコア : 4.8±0.45、検出率 : 96.4%)、次はAC-SC-で(スコア :
4.6±0.60、検出率 : 89.3%)、3番⽬はAC+SC+で(スコア : 4.2±1.3、検出率 : 78.6%)、最も評価の低かったのはAC-SC+で(スコア4.3±1.2、検出率 :
75.0%)であった。AC+SC-とAC-SC-、AC+SC-とAC+SC+のスコアに有意差が認められた(P=0.0076、0.0090)。吸収補正をかけることによりセンチネルリ
ンパ節の診断能が有意に改善されたが、散乱線補正をかけると淡いセンチネルリンパ節が⾒えなくなる例があり診断能が有意に低下したため、散乱線補正を⾏
わない⽅がよい。
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